AMENDMENT NO. 6 MAY 2023 
TO 


IS 10080 : 1982 SPECIFICATION FOR VIBRATION MACHINE FOR CASTING 
STANDARD CEMENT MORTAR CUBES 


[Page 4, Table 1, SI No. (ii), col (4)] — Substitute ‘IS 210 : 2009*” for ‘IS 210 : 1978*”. 

[Page 4, Table 1, SI No. (iii), col (4)] — Substitute ‘IS 2062 : 20117 for IS 226 : 19757”. 
[Page 4, Table 1, SI No. (iv), col (4)] — Substitute ‘IS 2062 : 20111” for IS 226 : 19757”. 
[Page 4, Table 1, SI No. (viii), col (4)] — Substitute ‘IS 210 : 2009*? for ‘IS 210 : 1978*’. 
[Page 4, Table 1, SI No. (xi), col (4)] — Substitute ‘IS 2062 : 20117 for IS 226 : 19757”. 


[Page 4, Table 1, SI No. (xii), col (4)] — Substitute the following entry in place of the existing: 
‘IS 210 : 2009*/IS 2062 : 20117”. 


[Page 4, Table 1, footnotes] — Substitute the following in place of the existing: 
“*Grey iron castings — Specification (fifth revision). 
+ Hot rolled medium and high tensile structural steel — Specification (seventh revision).” 
(Page 9, clause 3.4.1, line 4) — Substitute ‘IS 10086 : 2021*’ for ‘IS 10086 : 
1982*’ (Page 9, footnote marked *) — Substitute the following for existing: 


“* Moulds for use in tests of cement, concrete and pozzolana — Specification (first revision)’. 


[Page 10, clause 4 (see also Amendment No. 2)| — Substitute the following for the existing: 


‘4 MARKING 


4.1 The following information shall be clearly and indelibly marked on each component of the vibration machine and 
the accessories in such a manner that it does not interfere with the performance of the apparatus. 


a) Name of the manufacturer or his registered trademark or both, 
b) Date of manufacture, and 
c) Serial number. 
4.2 BIS Certification Marking 
4.2.1 The product (vibration machine) conforming to the requirements of this standard may be certified as per the 


conformity assessment schemes under the provisions of the Bureau of Indian Standards Act, 2016 and the Rules and 
Regulations framed thereunder, and the product may be marked with the Standard Mark.’ 
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